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AbstrAct
Background While midline vascular catheters are 
gaining popularity in clinical practice, patterns of use and 
outcomes related to these devices are not well known.
Methods Trained abstractors collected data from 
medical records of hospitalised patients who received 
midline catheters in 12 hospitals. Device characteristics, 
patterns of use and outcomes were assessed at device 
removal or at 30 days. Rates of major (upper-extremity 
deep vein thrombosis [DVT], bloodstream infection [BSI] 
and catheter occlusion) and minor complications were 
assessed. χ2 tests were used to examine differences in 
rates of complication by number of lumens, reasons for 
catheter removal l, and hospital-level differences in rates 
of midline use.
Results Complete data on 1161 midlines representing 
5%–72% of all midlines placed in participating hospitals 
between 1 January 2017 and 1 March 2018 were 
available. Most (70.8%) midlines were placed in general 
ward settings for difficult intravenous access (61.4%). 
The median dwell time of midlines across hospitals was 
6 days; almost half (49%) were removed within 5 days 
of insertion. A major or minor complication occurred 
in 10.3% of midlines, with minor complications such 
as dislodgement, leaking and infiltration accounting 
for 71% of all adverse events. While rates of major 
complications including occlusion, upper-extremity DVT 
and BSI were low (2.2%, 1.4% and 0.3%, respectively), 
they were just as likely to lead to midline removal as 
minor complications (53.8% vs 52.5%, p=0.90). Across 
hospitals, absolute volume of midlines placed varied from 
100 to 1837 devices, with corresponding utilisation rates 
of 0.97%–12.92% (p<0.001).
Conclusion Midline use and outcomes vary widely 
across hospitals. Although rates of major complications 
are low, device removal as a result of adverse events is 
common.

IntroductIon
First introduced in the 1950s, midline 
catheters are unique vascular access 
devices often referred to as ‘middle 
ground’ intravenous catheters.1 Like 
peripherally inserted central catheters 
(PICCs), midlines are inserted in the 
peripheral veins of the upper extremity; 
however, unlike PICCs, midlines 

terminate in the peripheral, not the 
central veins. By definition, the tip of the 
midline catheter should be located at or 
near the level of the axilla, distal to the 
shoulder.2 Because they are not central 
venous catheters, midlines cannot lead to 
central line-associated bloodstream infec-
tion (CLABSI), resulting in many hospi-
tals preferentially using to these devices 
to avoid CLABSI and associated financial 
penalties.3 4 Additionally, as midlines are 
longer than traditional peripheral intra-
venous catheters and reach the deeper 
veins of the arm, they are potentially able 
to dwell longer than standard peripheral 
intravenous catheters. For these reasons, 
they offer a convenient alternative to 
PICCs for certain indications.5

With growing reports regarding 
overuse of PICCs and the risk of poten-
tially avoidable complications,6 7 
renewed interest in the use of midlines 
has emerged. However, midline devices 
are not homogeneous. Rather, they vary 
in composition (eg, polyurethane vs 
silicone), configuration (single vs dual 
lumen), gauge (4 and 5 French) and inser-
tion technique. Consequently, substantial 
variation regarding safety and outcomes 
of midlines exists. For example, in a 
single-centre retrospective study spanning 
1538 midlines, dwell times ranged from 
12 to 27 days (median 26) and occlusion 
was a common complication (1.44 events 
per 1000 midline days).8 In another study 
comparing outcomes between PICCs 
and midlines, patients who received 
midlines were observed to experience 
more complications than those with 
PICCs (19.5% vs 5.8%, p<0.001), with 
no difference in rates of severe compli-
cations.9 In contrast, a third quasi-exper-
imental study found that introduction 
of appropriateness criteria to guide the 
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selection of midlines versus PICCs led to a reduction 
in hospital PICC use, rates of upper-extremity throm-
bosis and catheter occlusion with no major adverse 
events from midlines.10 Importantly, these studies all 
represent single-centre experiences. Little is known 
about real-world use and variation of outcomes related 
to midlines within and across hospitals. Given this gap, 
we conducted a pilot study to examine use, variation 
and outcomes related to midline catheters in hospitals 
across the state of Michigan.

Methods
study setting and design
This multicentre, prospective cohort study was 
conducted using data from a 48-hospital collaborative 
quality initiative supported by Blue Cross Blue Shield 
of Michigan and Blue Care Network. The design 
and setting of this consortium have been previously 
described.11–13 In brief, adult patients admitted to 
a general medicine ward or intensive care unit of a 
participating hospital who received a midline device 
as part of their clinical care were eligible for inclu-
sion. Patients (1) under the age of 18, (2) pregnant, 
(3) admitted to a non-medicine service (eg, general 
surgery) or (4) admitted under observation status were 
excluded.

A pilot study to evaluate midline catheter use and 
outcomes at participating hospitals was launched in 
July 2017. Twelve hospitals that represented diverse 
geographical regions, varying bed size and varying 
volume of midline utilisation were selected to partic-
ipate in the pilot. At each hospital, dedicated, trained 
medical record abstractors used a defined protocol 
to collect clinical data directly from the medical 
records of patients who received midlines. Based on 
finite resources for abstractors and the time required 
to collect data from each case, hospitals were asked 
to collect data on six midline cases that met the 
eligibility criteria every 2 weeks (abstraction cycle). 
Hospitals used a combination of electronic medical 
records (insertion notes and billing data) and records 
from inserters (interventional radiology and vascular 
access teams) to identify eligible patients within each 
abstraction cycle. Inclusion and exclusion criteria were 
then applied to each patient on this list and data on 
the first six eligible cases were collected. To prevent 
sampling bias based on the day of placement, abstrac-
tors sorted cases by date of insertion or medical record 
number, and the first midline placed each day was 
abstracted. This process of identifying and abstracting 
data from eligible patients appropriate was repeated 
every 2 weeks (see online supplementary Appendix 
for protocol). All patients were prospectively followed 
until midline removal, death or at 30 days (which-
ever occurred first). If a patient was discharged with a 
midline in place or if the status of the midline was not 
clear at the time of discharge, patients were contacted 

by phone to determine the presence of the device and 
complications.

covariates and definitions
Midlines were defined as vascular access devices 
inserted in the veins of the upper extremity that termi-
nated in the brachial, basilic or cephalic veins of the 
arm at or near the axillary line. Thus, short peripheral 
intravenous catheters and PICCs were excluded from 
this pilot. However, a PICC placed at or trimmed to 
a ‘midline’ position was included. Medical diagnoses, 
history, physical findings, medications and baseline 
laboratory values at the time of midline placement 
were abstracted directly from patient medical records. 
Data regarding midline insertion (eg, indication 
for use, vein/arm of insertion, gauge, lumens) were 
obtained directly from the vascular nursing or inter-
ventional radiology note or from the physician order 
for midline placement. In cases where multiple indi-
cations for midline use were listed, the primary indi-
cation for midline insertion was selected according to 
a predefined hierarchical structure (eg, difficult intra-
venous access 1, antibiotics 2, intravenous fluids 3, 
unknown 4).

clinical outcomes
The main outcome of interest included the propor-
tion of midlines that experienced a major or minor 
complication. Major complications were defined as 
bloodstream infection related to the midline catheter 
(captured using a standardised definition from the 
National Healthcare Safety Network),14 symptomatic 
upper-extremity deep vein thrombosis (DVT) (defined 
as performance of a compression or duplex ultrasound 
for arm symptoms with visible thrombus or non-com-
pressibility of the vein) and catheter occlusion (defined 
as inability to aspirate or flush, or ‘sluggish’, ‘slow’ 
and ‘poor’ flow documented in the medical record). 
Minor complications were defined using standardised 
definitions and included mechanical events (accidental 
dislodgement, leaking from the exit site and thrombo-
phlebitis), infiltration of infusate outside of a vein and 
superficial thrombophlebitis.2 For this analysis, data 
from patients enrolled during the pilot period between 
January 2017 and March 2018 were included.

statistical analyses
Indication for midline insertion, dwell time, device 
characteristics and complications were tabulated using 
descriptive statistics. Comparisons between minor and 
major complications and by number of device lumens 
were made using χ2 tests. In addition to device compli-
cations, the rates of midline use (midline utilisation 
rate) for each hospital were estimated by expressing 
the proportion of midlines placed in adult non-sur-
gical patients to the total number of non-surgical adult 
discharges during the same period. This statistic was 
useful to assess how often midlines were placed relative 
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Table 1 Pilot hospital characteristics and midline utilisation data, January 2017–March 2018

Site number
hospital ID

Facility characteristics Midline data

Total 
beds (n)

Total 
discharges 
(n)

Average 
LOS, days

Average 
Charlson-Deyo 
Score

Midlines 
placed
(n)

Total 
midlines 
abstracted, 
n (%)

Hospital 
Midline 
utilisation 
rate
(%)

Median 
dwell 
time, days
(IQR)

Dwell 
time <5 
days (%)

Site 1 330 10 623 4.5 5.80 1248 150 (12.0) 11.75 4 (2–6) 67.3
Site 2 584 16 657 3.6 4.76 1837 91 (5.0) 11.03 5 (3–10) 59.3
Site 3 443 10 464 5.0 4.91 756 88 (11.6) 7.22 6 (3–30) 43.2
Site 4 404 16 503 4.2 6.69 1740 98 (5.6) 10.54 5 (2–9) 57.1
Site 5 317 10 320 3.9 6.37 100 59 (59.0) 0.97 12 (8–30) 17.0
Site 6 305 2760 4.5 6.15 190 137 (72.1) 6.88 4 (2–9) 56.9
Site 7 1070 35 051 5.1 5.57 1008 90 (8.9) 2.88 9 (5–14) 30.0
Site 8 378 14 827 4.5 5.09 171 77 (45.0) 1.15 7 (3–14) 40.3
Site 9 877 21 205 4.9 5.45 474 93 (19.6) 2.23 5 (2–9) 57.0
Site 10 273 9977 4.1 4.55 1289 67 (5.2) 12.92 5 (3–9) 52.2
Site 11 400 12 430 4.8 6.03 746 95 (12.7) 6.00 7 (4–18) 40.0
Site 12 310 5600 2.5 5.14 359 116 (32.3) 6.41 7 (4–25) 41.4
All sites 5691 1 66 417 4.3 5.58 9918 1161 (11.7) 7.04 6 (3–12) 49.0
LOS refers to the average length of stay for patients admitted to that hospital across all services.
Midline utilisation rate=total number of midlines placed per year in adult non-surgical patients/number of adult non-surgical patients discharged per year.

to patient volume. Associations between patient factors 
(severity of illness as defined by the Charlson-Deyo 
Score), hospital factors (bed size, hospital volume) 
and rates of midline utilisation by site were assessed 
using Pearson’s correlation. All statistical tests were 
two-sided, with p<0.05 considered statistically signif-
icant. All analyses were conducted using Stata MP/SE 
V.15.

Results

Complete data on 1161 midlines placed in 12 hospi-
tals were available and included in this analysis. The 
available sample of midlines represented 5%–72% of 
all devices placed in these hospitals during the study 
period (table 1). Most midlines were placed in general 
ward settings (n=822, 70.8%); however, 24.2% 
(n=281) were placed in critical care units and 5.0% 
(n=58) in ‘other’ settings (eg, emergency room). The 
majority of midlines were placed by vascular access 
nurses at the patients bedside (n=1036, 89.2%). The 
documented indication for 61.4% of midlines (n=713) 
was difficult intravenous access; however, intravenous 
antibiotics represented approximately one-third of all 
placement indications (n=318, 27.4%). Consultation 
with infectious diseases for placement of midlines for 
intravenous antibiotics occurred for less than half of 
all midlines placed for this indication (46.2% [12.7% 
of all midlines]), suggesting a potential opportunity for 
device and antibiotic stewardship. Almost a quarter 
(23.9%, n=278) of patients had more than one docu-
mented indication for midline placement, while the 
indication for midline insertion was unknown (ie, 
none documented in medical records or procedure 
notes) in 16.1% of cases.

The right arm was more often used for midline 
placement (n=597, 51.4%). The basilic (n=487, 
42.0%) and brachial (n=469, 40.4%) veins were most 
commonly used for insertion. Single-lumen devices 
represented almost half of all midlines (46.0%). Ultra-
sound guidance was documented for placement in 
80.6% of midline devices.

The median dwell time of midlines across hospitals 
was 6 days (IQR: 3–12 days), with almost half (n=569, 
49.0%) removed within 5 days of insertion. The most 
common reasons for removal within 5 days (67.8% 
of 5-day midline dwells) were completion of therapy 
and patient discharge. A total of 13.5% of midlines 
remained in place beyond 30 days (figure 1a). Most 
patients (n=994, 85.6%) who received a midline did 
not have a PICC or central venous catheter placed 
within the past 3 months, suggesting that midlines 
were not used as ‘step-down’ device from more inva-
sive lines. Informed consent for midline catheter place-
ment was obtained in 36.2% (n=420) of patients.

device complications
A major or minor complication occurred in 10.3% 
of midline insertions (table 2). Minor complications 
accounted for the majority of adverse events (66.7% 
of all complications). In order of frequency, minor 
complications included accidental dislodgement (3.8%, 
n=44), leaking from the exit site (2.2%, n=26), cath-
eter infiltration (n=7, 0.6%) and superficial thrombo-
phlebitis (n=4, 0.3%). Although major complications 
accounted for a third of all adverse events, the most 
frequent major complication was catheter occlusion 
(2.2%, n=26). Rates of symptomatic upper-extremity 
DVT and bloodstream infection were low across 
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Figure 1 (A) Median midline dwell time and (B) indication (by site). The vertical bars in Panel (A) show range of catheter dwell (in days).

patients (1.4% [n=16] and 0.3% [n=4], respectively). 
Rates of midline removal were similar among patients 
who developed major or minor complications (53.8% 
vs 52.5%, p=0.90). With respect to the number of 
lumens, single-lumen midline catheters appeared to 
have lower rates of complications than multilumen 
devices (single-lumen=9.0%, multilumen=12.8%; 
p=0.23). Among patients with midlines placed for <5 
days, 12.7% (n=72) experienced a complication and 
7.2% (n=41) had their device removed due to this 
complication.

Variation in use and outcomes of midlines across 
hospitals
The absolute volume of midline use varied across hospi-
tals, ranging from 100 to 1837 devices, with corre-
sponding midline utilisation rates of 0.97%–12.92% 
(p<0.001). Overall, the sample of devices in this study 
represented 5%–72% of all midlines placed at indi-
vidual hospitals; thus, some hospitals used very few 
midlines, while others used more. Variation in midline 
utilisation rate across hospitals was not associated with 
the severity of patient illness by Charlson-Deyo Score 
(r=−0.20, p=0.540), or by hospital-level factors 
such as patient volume (r=−0.30, p=0.337) or bed 
size (−0.37, p=0.231). Additionally, dwell time and 
indications for midline use varied across hospitals 
(figure 1A,B). For example, placement of midlines for 
the indication of difficult venous access varied from 
5.2% to 87.8% across sites (p<0.001). Similarly, the 
frequency of midline complications varied from 3.4% 
to 16.7% across hospitals (p=0.07) (table 2). Notably, 
patterns of complications also differed across hospitals. 

For example, three hospitals reported no upper-ex-
tremity DVT events from midlines. Among the nine 
hospitals that did report DVT, incidence varied from 
0.7% to 3.3% of patients who received midlines. Simi-
larly, although accidental dislodgement was the most 
prevalent minor complication, rates for this event 
ranged from 1.1% to 6.1% across sites. No differences 
in rates of complications by device manufacturer were 
observed (p=0.68).

dIscussIon
As hospitals seek to improve appropriate use of PICCs 
to avoid adverse events such as DVT and financial 
penalties associated with CLABSI, interest in use of 
midline devices has emerged.15 Despite growing use 
of these devices, a paucity of epidemiological data 
regarding patterns of use and infectious and non-in-
fectious outcomes exists. In this multihospital pilot 
study spanning twelve sites and 1161 midline inser-
tions, we found that midlines were most often placed 
for the indications of difficult intravenous access and 
antibiotic therapy. Almost half of midlines placed 
were removed within 5 days of insertion after having 
met the indication they were placed for, with few of 
these shorter dwells (7%) removed for complications. 
Among patients who did experience a complication, 
minor complications were more common than major 
events. However, both types of complications often 
required midline removal, suggesting that minor 
complications are not inconsequential from a vascular 
access or patient perspective. Like prior work with 
PICCs,12 we found substantial variation in patterns 
of use and outcomes from midlines across hospitals. 
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Collectively, these data suggest that guidance to inform 
and improve use of midlines is needed in order to 
ensure patient safety.

Although rates of complications with midlines were 
low, significant variation in both the nature and types 
of adverse events across hospitals was observed. Impor-
tantly, midlines appear to be more often associated 
with minor than major complications, with low rates 
of DVT and bloodstream infection noted across hospi-
tals. These observations are congruent with recent 
studies and suggest that midlines might be a ‘safer’ 
alternative to PICCs with respect to these outcomes.8 9 
Given their lower rate of potentially lethal events such 
as DVT and CLABSI, midlines appear to have an 
important place for hospitalised patients, especially for 
those who need short-term venous access. Compared 
with prior studies that found substantially greater rates 
of complications,16 our data suggest that the compli-
cation profile of midlines has improved perhaps due 
to newer catheter materials or ultrasound to guide 
insertion.

Despite these assurances, when and how midlines 
should be used to minimise risk and ensure benefit 
remain an important question. The Michigan Appro-
priateness Guide for Intravenous Catheters (MAGIC) 
provides criteria for when use of a midline versus a 
PICC is appropriate for hospitalised and critically ill 
patients and patients with cancer.17 18 Additionally, 
MAGIC provides guidance on what types of infusions 
are appropriate for a midline device—a key component 
of mitigating harm from these devices. As has been the 
case with PICCs,10 using MAGIC as a framework to 
understand and improve midline appropriateness and 
patient outcomes may be valuable in improving patient 
safety.

We observed that most midlines were placed for the 
indication of difficult venous access, suggesting that 
hospitals are turning to this device when attempts to 
cannulate peripheral veins fail. As midlines are longer 
in length, placed under sterile conditions and usually 
placed by ultrasound, they reach the deeper veins of 
the arm to secure more durable access. However, vari-
ation in indication for placement and rates of midline 
dwell were observed across hospitals. Thus, how best 
to use, insert and maintain midlines to ensure cath-
eter dwell matches clinical need remains an important 
outstanding question. Studies that focus on insertion 
parameters related to midlines, including use of ultra-
sound, length of catheter within the vein and cath-
eter-to-vein ratio, are thus needed as they may help 
prolong dwell. Similarly, identifying optimal care and 
maintenance techniques including what should be 
adminstered via a peripheral device such as a midline, 
volume, type and frequency of flush and optimal 
securement strategies to prevent dislodgement also 
appear necessary.19 These considerations represent 
important questions for future research and are needed 
to fully realise the potential of these devices.

Our study has limitations. First, we collected data 
from the electronic medical records of hospitalised 
patients via trained data abstractors; data or events 
that were not documented or occurred after hospi-
talisation and were not reported by patients during 
phone conversations may be missed using this method. 
Second, we sampled patients at hospitals in order 
to understand patterns and outcome of midline use. 
Differences between our study sample and those from 
the larger population of patients who received midlines 
may affect our findings. Third, while we did not find 
an association between hospital-level and patient-level 
factors related to midline use or outcome, it is possible 
that we were underpowered for this effect given the 
pilot nature of this study. Fourth, complications with 
midlines (including major complications such as infec-
tion and DVT) may be under-reported or under-rec-
ognised as these are peripheral intravenous devices. 
Furthermore, variability in DVT rates between hospi-
tals may also reflect variability in diagnostic testing 
thresholds, which we were unable to assess. However, 
our use of medical record documentation (including 
laboratory and imaging data) rather than administra-
tively coded data helps to mitigate this risk. Finally, 
outcomes from midlines may vary based on materials, 
catheter design, insertion techniques, and infusates 
which we did not collect in this pilot study. Future 
iterations of this work will seek to incorporate these 
aspects.

Our study also has important strengths. To our 
knowledge, this is the first and largest multihospital 
study to date to examine indications, patterns of 
use and outcomes for midline catheters. As use of 
these devices expands, understanding best practices 
through epidemiological studies such as ours will 
become more necessary. Second, we report several 
new findings including the fact that the number of 
midline lumens appears associated with the rates 
of complications. These findings have important 
implications for clinical decision-making and patient 
safety. Third, substantial variation in hospital event 
rates related to midline devices appears to exist. 
Using a conceptual framework of patient, provider 
and device factors to understand complications thus 
appears to be just as important for midlines as it 
was for PICCs.20 Future studies should now begin 
to examine these factors and consider strategies 
through which to prolong midline dwell so as to 
ensure best outcomes.

In conclusion, substantial variation in the rates of use 
and outcomes from midline catheters were observed 
in this multihospital study. Given lower risk of major 
complications, we suspect the use of midline catheters 
over PICCs will continue to expand. Studies to better 
define appropriate indications for use, optimal inser-
tion technique, and best care and maintenance prac-
tices to ensure longevity of these devices are needed to 
ensure patient safety.
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